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Abstract: Drying of the cornea during surgery, which causes poor visibility of the fundus, is 

one of the more serious problems when using a noncontact type wide-angle viewing system. 

We developed an antidrying corneal contact lens for use with this type of viewing system. The 

lens has a very thin meniscus made of polymethyl methacrylate with a large outer diameter. 

Following application of the viscoelastic material, the lens can be put on the cornea without 

using a contact lens fixation ring. The larger diameter and lightweight characteristics of our 

lens contributed to its overall stability. The smooth surface of this prototype lens was able to 

achieve an intraoperative view of good quality, not only by preventing the cornea from drying, 

but also by providing a smooth surface over the entire cornea.
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Introduction
A clear fundus image of the surgical field is one of the most important factors influencing 

the surgical outcome. Recently, use of a wide-angle viewing system has become popular, 

because it can easily provide a panoramic view of the surgical field. Two types of 

wide-angle viewing system exist, with both contact and noncontact types available.1–3 

While the contact type provides greater optical resolution and a wider field of view, 

the noncontact type is more popular because of the stability of the image against the 

tilt of the eyeball and the ease of manipulation. However, drying of the cornea during 

surgery, which causes poor visibility of the fundus, is one of the more serious problems 

when using the noncontact type. We have developed a new type of antidrying corneal 

contact lens that can be used with a noncontact wide-angle viewing system.

Materials and methods
Contact lens design
We developed an extremely thin corneal contact lens that has a 0.2 mm thickness at 

the center and a clear meniscus made of polymethyl methacrylate. The lens has a loose 

curve that measures 8.45 mm for the front curve radius and 8.40 mm for the back curve 

radius, along with a large outer diameter that measures 13.0 mm (Figures 1 and 2). 

This lens was designed to have a refractive power of zero.

Surgical procedure
We performed lensectomy, intraocular lens implantation, and 23-gauge pars plana 

vitrectomy with a wide-angle viewing system (Resight®, Carl Zeiss Meditec AG, 
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Jena, Germany). To protect the cornea from drying, vis-

coelastic material was applied to the corneal surface, with 

the lens then positioned on top without any fixation ring 

required to hold it in place (Figure 3).

Results
This new type of corneal contact lens provided clear images 

of the surgical field without any drying of the cornea. The 

fundus area that was viewed with a combination of the contact 

lens and a wide-angle viewing system tended to be wider 

than the area available when using the wide-angle viewing 

system alone (Figure 4).

Discussion
During operations using the noncontact type of wide-angle 

viewing system, continuous hydration of the cornea by an 

assistant or application of a viscoelastic material to the 

corneal surface is necessary if a clear view is to be maintained. 

However, the irregular surface of the viscoelastic material can 

lead to a poor quality of vision for the surgical field.

Recently, the usefulness of several types of corneal 

contact lenses that can overcome drying of the cornea has 

been demonstrated. Ohji et al4 and Ohno5 reported that use 

of a magnifying vitrectomy contact lens was advantageous, 

because it provided a wider fundus view in combination with 

the wide-angle viewing system. In their system, a magnifying 

contact lens is held on the cornea using a lens holder or a 

fixating ring. Kamei et al6 compared a commercially available 

rigid gas-permeable contact lens (-3 diopters) with a system 

that used a balanced salt solution, a viscoelastic agent, 

a vitrectomy contact lens, and a soft contact lens, and found 

13.0
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φ

Figure 1 Schematic view of the cross-section of the contact lens.

Figure 2 External view of the contact lens.

Figure 3 Application of the lens on the cornea without a lens fixating ring.

Figure 4 Fundus view of wide-angle viewing system alone (top) and use of our 
contact lens with the wide-angle viewing system (bottom). 
Note: With the contact lens, a slightly wider view of the surgical field is observed, 
with a retinal break at the edge of the lattice degeneration noted (arrow).
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the rigid gas-permeable contact lens to be ideal for use during 

vitrectomy when performed with a wide-angle viewing 

system. The rigid gas-permeable contact lens is designed to 

be movable on the cornea in order to prevent hypoxic corneal 

damage in daily use. However, the lens might be unstable 

on the cornea during surgery, which seems disadvantageous 

when it is used in vitrectomy.

Ohno et al7 developed a new antidrying contact lens 

made of quartz with a diameter of 11.2 mm and a thickness 

of 1.0 mm. However, this lens still requires use of a contact 

lens fixation system. One of the disadvantages of using a 

quartz lens is its thickness, and because of its weight, this 

small diameter lens tends to show poor centering on the 

cornea. To overcome this problem, a contact lens fixation 

system is required when using the quartz lens. In contrast, 

the outer diameter of our lens is much larger, which leads to 

stabilization and prevents displacement of the lens without 

having to use a contact lens fixation ring. In addition, the 

very thin and lightweight characteristics of polymethyl 

methacrylate may also help contribute to the overall 

stabilization.

Because this prototype lens was designed to have a 

refractive power of zero on the cornea, no disadvantageous 

changes are seen in the panoramic view. Thus, the design 

of this lens makes it possible to achieve a good quality 

intraoperative view, not only by preventing the cornea from 

becoming too dry, but also by providing a smooth surface 

over the entire cornea. Therefore, this lens might be suitable 

for cases having a rough cornea following trauma or laser-

assisted in situ keratomileusis, or during prolonged surgical 

procedures.

When calculating the area of the fundus to be visualized 

using a ray tracing method, our contact lens with the 

wide-angle viewing system (+128 diopters) provided a 109.9 

and 133.7 degree fundus view, while the wide-angle viewing 

system alone provided a 108.1 and 125.9 degree fundus 

view in pseudophakic (+20 diopters, 6 mm in diameter) and 

aphakic eyes, respectively (Table 1). During the simulation, 

use of this lens led to a slightly wider field of intraoperative 

view, which could be another advantageous aspect when 

using our contact lens.

In summary, this promising new lens can be used as an 

antidrying device during vitreous surgery with a noncontact 

wide-angle viewing system.
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Table 1 Simulation of the fundus visual angle and magnification in 
the wide-angle viewing system (+128 diopters) alone and in our 
contact lens with the wide-angle viewing system for pseudophakia 
(+20 diopters, 6 mm in diameter) and aphakia 

Wide-angle 
viewing system

Wide-angle viewing 
system + contact lens

Pseudophakia

 Fundus view (degrees) 108.1 109.1

 Magnification -0.4562 -0.4531
Aphakia

 Fundus view (degrees) 125.9 133.7

 Magnification -0.4325 -0.4242

Notes: Pupil diameter, 8 mm. Distance between the corneal surface and lens of the 
wide-angle viewing system, 5 mm.
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