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Introduction: In the European Union, the process of controlling currently used medical 
devices is carried out and determined by legal provisions. The law stipulates that each entity 
responsible for using medical equipment must confirm its safety with an appropriate certi-
ficate issued by a notifying body. In Poland, the entity responsible for keeping records as to 
the withdrawn and suspended certificates, is the Office for Registration of Medicinal 
Products, Medical Devices, and Biocidal Products (URPL). Certification is required for all 
medical devices prior to their introduction onto the market and during their use.
Purpose: The article presents data concerning the number of medical devices that failed to 
meet the certification criteria.
Methods: The research method is an analysis of available subject literature and a report on 
withdrawn and suspended certificates of medical devices in Poland.
Results: In the years 2014–2020, the notified bodies withdrew and suspended 13,354 
certificates for medical devices, of which 9792 certificates were withdrawn, 2852 suspended 
and one falsified.
Conclusion: The suspension or withdrawal of a certificate for medical devices due to the 
inefficiency, obsolescence, imprecision, or safety of the devices is an action that improves the 
safety of patients. Such action reduces the number of medical damages and the obligation to 
pay compensation to those injured.
Keywords: safety, medical equipment, certification, law, damage, patient

Introduction
In the European, and by extension also Polish, law, medical devices are products 
intended for medical use. A medical device is any instrument, tool, machine, 
appliance, implant, in vitro reagent, software, material or other similar or related 
device, intended for use for one or more specific medical purposes such as 
diagnosis, prevention, monitoring, treatment, alleviation of ailments, examination, 
replacement, modification or support of an anatomical or physiological process or 
disinfection.1 Medical devices must undergo a conformity assessment to demon-
strate that they meet legal requirements, to ensure that they are safe and perform as 
intended. Conformity assessment is conducted by notifying bodies (designated by 
Member States), which must fulfill necessary requirements as established in the 
decision no 768/2008/EC of the European Parliament and of the Council of 
9 July 2008 on a common framework for the marketing of products, and repealing 
Council Decision 93/465/EEC. Such a body is assigned a unique identification 
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number and is authorized to conduct conformity assess-
ment and issue certificates of compliance. In practice, 
a notified body is authorized to test the product for com-
pliance with relevant standards, and if those standards are 
not met, refrain from placing the product on the market, 
suspend or withdraw it. Manufacturers are free to choose 
any notified body that has been legally designated to carry 
out the conformity assessment procedure.

Conformity assessment usually includes an audit of the 
manufacturer’s quality system and, depending on the type 
of product, a review of the manufacturer’s technical doc-
umentation regarding the product’s performance and 
safety. After completing this process, the manufacturer 
receives a declaration of conformity, and the product is 
officially Conformité Européenne (CE) marked. 
Manufacturers may only affix the CE mark to a medical 
device after it has passed the conformity assessment. The 
CE marking confirms that the device meets all legal 
requirements established in Europe, including safety 
standards.

Prior to launching a medical device on the market-
place, European legislation requires proof of its effective-
ness and clinical safety.2 The high quality, high 
functionality, and safety of medical products is, in fact, 
currently a necessity. However, these regulations vary 
from market to market, as there is no global 
harmonization.

In Europe, the In Vitro Diagnostic Regulation (IVDR) 
requires all IVDR devices to have new certification or be 
recertified. In parallel with the IVDR regulation, the 
International Organization for Standardization (ISO) and 
the European Committee for Standardization (CEN) pub-
lished several standards for the processing of pre-analytical 
samples, which will be relevant for re-certification under 
this regulation.3 Re-certification of a medical device is 
carried out in order to confirm its continued compliance 
and effectiveness with the required standards. Medical 
devices undergo re-certification no later than 6 months 
before certificate expiry date. Re-certification must be per-
formed within the validity period of the existing certificate. 
This is to ensure the continuity of certification and thus the 
possibility of using a specific medical device in practice. 
Entities applying for marketing authorization for a new 
medical device should assure the regulatory authorities of 
its production quality, and it must be emphasized, of its 
safety and effectiveness.4 The safety requirement is 
intended to protect the safety of patients, the operating 
staff, and other people, even if they come into contact 

with the device incidentally. Thus, a notified body is 
included in the system to protect all end users of such 
medical devices.

The USA has slightly different requirements. An entity 
wishing to place a medical device on the market must 
obtain the required approval for medical devices from 
the US Food and Drug Administration (FDA).5 The FDA 
issues a Marketing Authorization, which is available 
mainly in two versions: The Pre-Market Notification 
Procedure and the Pre-Market Approval (PMA). An appli-
cation for a PMA must be supported by valid scientific 
evidence, which typically includes the collection of exten-
sive technical, preclinical, clinical, and manufacturing 
data. In 2016, the 21st Century Cures Act established 
FDA oversight of software used in the medical field.5 

Additionally, since 2007, a 243% increase in international 
and a 46% increase in domestic device inspections con-
ducted by FDA was observed. Even though, in the USA, 
the number of unit recalls is alarming, as they show an 
increasing trend. Between 2017 and 2018, percent growth 
reached 50 million units quarterly, representing a 9.8% 
yearly growth. Nevertheless, the problems with the qual-
ity of medical devices have resulted in the death of 83,000 
patients.6

Polish law introduces the rules of supervision over the 
production, introduction, and, in addition, control over med-
ical devices already placed on the market and in use.1 

Therapeutic devices, and in-vitro and in-vivo diagnostic 
devices, regardless of their classification, must be certified 
prior introduction on the market.7 Prior to introducing the 
product on the market and before clinical trials, the manu-
facturer is obliged to perform a conformity assessment. The 
assessment period varies (depending on product character-
istics) and may be extended at the request of the manufac-
turer or an authorized representative, submitted within the 
period agreed in the contract, for subsequent periods not 
longer than 5 years.8 It is a procedure that ensures proper 
adherence to requirements in terms of safety, design, pro-
duction, packing, and labeling of medical devices. This 
procedure is assessed and validated (through a certification 
process) by an independent entity (ie a notified body).9 Such 
an assessment may be conducted by the manufacturer (cur-
rently for one type of products only); however, it is most 
often done by an outside notified body. A notified body is an 
institution such as a laboratory, a research institute, or 
a specialist group, independent of both the manufacturer 
and the consumer. Its’ assessment is completed with the 
issuance of a Certificate of Conformity,1,10 a document 
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assuring that the product, in its design, type, manufacturing, 
sterilization, inspection, and final testing process, complies 
with the stipulated requirements, rules, and parameters.

Certification by a notified body, according to Council 
Directive 90/385/EEC of June 20th 1990 stipulates that the 
conformity assessment procedure that is conducted, com-
plies with essential requirements relating to a medical 
device. The notified body is authorized to issue certificates 
of conformity, and what is more, can change or impose 
limitations, supplement, suspend, restore validity and with-
draw certificates of conformity that have already been issued 
when a medical device does not meet set requirements, or if 
a certificate of conformity has been issued contrary to the 
provisions, the notified body has the power to suspend, 
withdraw or impose restrictions on the issued certificate of 
conformity, unless the manufacturer implements corrective 
and remedial actions. In practice, such a product cannot be 
used, and legal provisions clearly state that it is forbidden to 
place products on the market if their certificates of confor-
mity have expired or were withdrawn or suspended.1,10 Such 
medical devices should be withdrawn from use; hence, the 
notifying body conducts periodic inspections and evalua-
tions in order to ensure that the manufacturer applies the 
approved quality systems and provides assessment 
reports.1,11 The frequency of inspections varies and depends 
on the type of devices, and the requirements set by the 
manufacturer (found in the devices technical description). 
Periodic examinations should take place at most every 36 
months. For certain groups of devices, inspections should be 
carried out between 6 and 12 months. For example, incuba-
tors should be inspected every 12 months. The manufacturer 
or operator may carry out such a test at any time. In Poland, 

the top frequency of technical inspections is regulated by the 
Act on Medical Devices, which provides for technical 
inspections at least once a year.12

Information from certificates of conformity is placed in 
the devices’ IT database (Eudamed). Those authorized to 
place medical devices on the market include the manufac-
turer, an authorized representative, importer, distributor, or 
other appropriate institutions, such as the hospital. After 
carrying out tests that confirm requirement compliance, the 
product is CE marked. The notification must contain the 
number of notified bodies participating in the conformity 
assessment to register a medical product. The notification 
then must also contain copies of the certificates of compli-
ance issued by the notifying bodies and a list of laboratories 
engaged in evaluating the performance of the product 
reported for assessment.1,7 So far, as many as 200 thousand 
various medical devices were introduced on the territory of 
the Polish Republic. This number is an estimate, because 
URPL does not possess precise data, which results from the 
fact that according to article 58 of the Act on Medical 
Devices, registration concerns a series of products and not 
individual products. The annual reports of the President of 
URLP also encompass individual reports regarding medical 
devices manufactured or marketed in Poland, which may be 
submitted by manufacturers, importers and distributors. 
Additionally, reporting may be done by companies’ legal 
representatives and entities, which deal with compiling med-
ical devices into systems and procedure packs, as well as 
sterilizing such systems, packs and/or medical devices. 
Table 1 presents the number of cases reported to the 
URPL, including applications, notifications and changes to 
data found therein between 2014 and 2019 in terms of 

Table 1 Applications and Certificates of Medical Devices Received by URPL Between 2012 and 2019

Year Applications Reports, 
Notifications and 

Changes in 
Notification and 
Report Data (n)

Verified 
Applications (n)

Percentage of 
Verified 

Applications (%)

Information 
of Certificates (n)

Information on Withdrawn, 
Suspended and Restricted 

Certificates of Notifying Bodies, 
Provided by Competent Authorities 

of other Member States (n)

2012 9314 6095 65 180 Lack of data
2013 8190 5414 66 184 Lack of data

2014 8207 6052 74 161 145

2015 7864 5474 70 186 40
2016 8319 4517 54 208 708

2017 8767 3585 41 279 624

2018 8205 2796 34 281 2078
2019 8477 2835 33 800 2481

Notes: Source: URPL yearly report. Available on-line: https://www.nik.gov.pl/aktualnosci/nik-o-wyrobach-medycznych.html.
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formal defects, product labeling, instructions for use and 
accompanying promotional materials (Table 1).

The notifying body is obliged to immediately inform the 
Minister of Health and the President of URPL about issuing 
changes, imposing restrictions, supplementing, suspending, 
restoring the validity and withdrawing certificates of con-
formity, which it has issued and about refusing to issue 
a certificate of conformity.7,14 Data presented by the govern-
ment agency’s report (the Supreme Audit Office) proves that 
the withdrawal or suspension of certificates by an authorized 
body is related to non-compliance with its use requirements 
and safety parameters. It is an action that is ultimately 
intended to serve patients’ safety.15 The study was designed 
to present the number of withdrawn and suspended medical 
equipment and, ultimately, to turn heads towards faulty 
devices, leading to an improvement of patient safety. The 
conducted analysis focuses on mandatory solutions in 
Europe and presents the extent to which medical devices 
have been withdrawn and suspended in Poland.

Purpose
The aim of the manuscript is to turn heads towards the 
problem of faulty medical devices.

Materials and Methods
Materials
Gathered data are a synthesis of available Polish and 
European legal acts and subjects literature. The main 

focus of the article is a Polish report drawn up by URPL, 
which is a document presenting, amongst others, the name 
of the manufacturer (the name of an authorized represen-
tative), the name of the product, the name of the notified 
body and the conclusion drawn from the quality check, ie, 
the withdrawal or suspension/restriction of use.15 The 
report contains 13,354 records (from 2014 to 2020) of 
faulty series of devices altogether.

Methods
In addition to literature review, the authors analyzed 
a publicly available report of the Supreme Audit Office. 
Included in the analysis were withdrawn and suspended 
medical devices and excluded were the positions that 
lacked the name of the device (Figure 1).

Results
Results indicate that out of the 13,354 recalled certificates of 
medical devices within the 6-year period (from 2014 to 
2020), 9792 were withdrawn (73.3%), 2852 (21.4%) sus-
pended and one falsified. A total of 709 (5.3%) were 
excluded from the analysis due to missing data (name of 
the device) (Figure 1), (Table 2). The paste of the withdrawal 
of the medical equipment is stable and ranges (since 2016) 
between 69.1% and 79.1%, Me=1881 (Table 3).

All mentioned devices (both withdrawn and sus-
pended) were officially in use prior to their being listed 
in the report.

Figure 1 The figure shows the total number of analyzed certificates, certificates excluded from the analysis and in the red box, the ones that were included.
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Discussion
The medical devices found on the market vary in shapes, 
sizes and application, all of them, however, may cause 
harm to the patient and further litigation. Therefore, the 
process of certification and re-certification plays a pivotal 
role in assuring patient safety and the safety of those who 
use the specific device type. What is more, the certification 
process enables the use of faulty series of devices, which 
in turn also ensures manufacturer’s safety as to placing 
faulty devices on the market.

Results indicate that there was as many as 13,354 
recalled certificates of medical devices within the 6-year 
period (from 2014 to 2020). Certificates include a whole 
series of medical devices and it is impossible to determine 
the actual amount of specific products that were refrained 
from use within that time period. Because this information 
is unavailable, it is impossible to determine the ratio of 
overall medical devices in use to medical devices as well 
as the number of withdrawn to issued certificates. What is 
more, the report provides no specific reasoning for the 
withdrawal of individual medical devices. However, if 
the provisions concerning devices’ conformity assessment 
are analyzed, safety is key. A withdrawn or suspended 
device could endanger user safety, be imprecise, outdated, 
or unfit for use. Therefore, the certificate’s withdrawal or 

suspension could be dictated by the premises related to the 
use of devices that is (or has become) dangerous to use. 
The source of knowledge on the recalled medical devices 
includes manufacturers themselves, complaints made by 
patients or medical professionals as well as reported med-
ical incidences. It should be emphasized that if such inci-
dences occur, the withdrawal is not limited only to 
patients treated in Poland, but also include patients hospi-
talized in medical facilities in countries where the given 
medical devices were used. Based on safety notes found 
on the URLP, it is possible to elaborate on the type of 
withdrawn medical devices and the reasoning for their 
withdrawal. For example, resection electrodes for endo-
scopic diagnostic procedures in urology and endoscopy 
were withdrawn because the manufacturer received 
numerous complaints caused by breakage of the loop 
wire at the distal end of these electrodes. Upon investiga-
tion, it turned out that such a situation may occur even 
while using the tool as intended. Another example of 
a withdrawn device could be disposable tools for blunt 
dissection, where the cotton tip of the device separated 
from the device. This is in turn, potentially increased the 
risk of prolonging the time spent in the operating room or 
generated the need for inadvertent exposure to X-rays in 
order to detect a foreign body – interestingly, reports 
indicated that in four cases it was necessary to perform 
an intraoperative X-ray to detect a separate tip.17,19 These 
are only some out of the many cases of medical devices 
withdrawal. However, broken, outdated, or worn-out 
devices threatens patients’ safety and the safety of the 
medical personnel who use it.

The legal liability of the hospital, in which the harm 
occurred, due to faulty devices (or its inefficient use), is 

Table 2 Information on Withdrawn and Suspended Certificates of Medical Devices Between 2014 and 2020

Year Withdrawn Certificates Suspended Certificates Excluded from 
the Analysis

In Total OR 
(Withdrawn/ Suspended Certificates)

n % n % n % N

2014 180 82.2 22 10.0 17 7.8 219 8.2

2015 561 73.1 131 17.1 75 9.8 767 4.3

2016 1526 69.1 466 21.1 215 9.7 2,208 3.3

2017 2017 69.1 745 25.5 155 5.3 2,917 2.7

2018 1593 69.7 605 26.5 88 3.8 2,286 2.6

2019 2034 78.9 487 18.9 58 2.2 2,579 4.2

2020 1881 79.1 396 16.7 101 4.2 2,378 4.8

Total 9792 73.3 2852 21.4 709 5.3 13,354 3.4

Note: Source: URPL report.

Table 3 Data Analysis (2016–2020)

Withdrawn 
Certificates

Suspended 
Certificates

Excluded from 
the Analysis

Total

µ 1810.2 539.8 123.4 2473.6
Me 1881 487 101 2378

SD 237.6 137.2 62.1 284.0
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determined as an organizational fault. Under Polish law, it 
is the medical devices user, ie, the hospital, that must pay 
financial compensation to the patient who has suffered 
such injury. Cases concerning injury resulting from the 
use of malfunctioning medical devices are taken to court. 
In one of the cases, due to a hot water bottle leakage 
caused by an unexpected temperature increase, a patient 
suffered severe burns to her feet. The court granted her 
appropriate compensation.19 In another case, during a lung 
operation, a patient suffered first- and third-degree hand 
and foot burns because of faulty equipment (in this inci-
dent, an electric knife). The court determined permanent 
disability at 15% and granted compensation to the 
patient.19

In Poland, medical devices are subjected to regular 
inspections specified by technical requirements (Act on 
Medical Devices; of May 20, 2010, consolidated text: 
Journal of Laws of 2015, item 876, as amended). For 
example, pressure devices (sterilizers, autoclaves) are sub-
ject to technical inspection, with the frequency specified in 
the ordinance of the Ministry of Economy, Labor and 
Social Policy on technical conditions of technical inspec-
tion in the field of pressure equipment.

The audit of the used specialist medical devices in 
Poland 2006–2008, published in January 2010, carried 
out by a governmental institution, the Supreme Audit 
Office (polish: NIK), revealed that medical devices 
used in public hospitals pose a threat to both the 
patients’ and medical staffs’ health. The research 
revealed that hospitals provided medical services largely 
by using technically outdated diagnostic devices. Almost 
half of them were manufactured before 2000, most of 
them before 1997. The oldest medical devices were over 
40 years old. Almost two-thirds (61.5%) of which the 
entities looked at did not comply with the statutory 
obligation of conducting tests using the devices checked 
in terms of safe use, ie, certificated.18 A study from 2015 
in which 3410 questionnaires were filled out by physi-
cians (heads of departments) and nursing personnel also 
drew attention to this phenomenon’s size. The analysis 
shows that 86.5% of the surveyed medical personnel had 
participated in adverse events. Every fifth respondent 
(20.2%) participated in an event related to pharmacother-
apy, every sixth with diagnosis (16.2%) or with an infec-
tion (15.7%), and every seventh with medical devices 
failure (14.2%) or surgery (14.1%).19

Incidents related to the malfunctioning of medical 
devices are noted everywhere and threaten patients’ and 

medical staff’s safety and compromise the manufacturers 
reputation. What is more, they may cause medical errors 
and ultimately lead to legal consequences.20–22 These con-
sequences consist of establishing, which entity is formally 
responsible for medical devices malfunctioning. In case of 
a breakdown, malfunction, or other technical difficulties, 
which lead to or contributed to placing the patient at risk, 
the entity responsible for the device should pay compensa-
tion. It may be its manufacturer, importer, or, most fre-
quently, the hospital where the incident occurred. 
Therefore, procedures have been introduced to ensure the 
maximum safety level for medical device used during 
treatment.23

The process of introducing the medical device to 
everyday use pertains to mandatory procedures for its 
producer or importer (those responsible for placing the 
medical device on the market). The EU regulation on 
medical devices is designed to emphasize more on patient 
safety.24 The law clearly states that compliance with strict 
obligations to carry out conformity assessments is mainly 
carried out by notified bodies.25 In the analyzed report, 
each of the notified bodies was independent, as were those 
involved from outside Poland, which guarantees assess-
ment objectivity. These entities are responsible for verify-
ing and controlling whether the medical device presented 
for assessment meets the specified safety, design, manu-
facturing, packaging, and labelling requirements. The 
manufacturer or an authorized representative entrusts 
a notified body with the conformity assessment of 
a medical device. Once certified, the formal road is over. 
There is no requirement to assess the effectiveness of 
a certificate issued by a notified body. Conformity assess-
ment is performed to verify the safety and the declared 
performance as stated by the manufacturer.26–28

Depending on the type of device, it is the manufac-
turers’ legal obligation to obtain a certificate from 
a Notifying Body (entity chosen by individual Member 
States and listed on the URPL’s website). The certificate is 
obtained for a series of devices and not individual equip-
ment. It also allows to determine the level of acceptability 
of the benefit–risk ratio for the use of the assessed product 
(by assessing side effects and potential hazards that may 
occur in connection with the use of the product).

Moreover, various initiatives and activities are devel-
oped to evaluate medical devices’ performance and safety 
once their use has been approved.29,30, There are various 
solutions to this problem worldwide, including through the 
hospital’s internal activities, ie, the hospital IT network, 
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which also performs the function of controlling the used 
medical devices.31 There are also special organizations 
like the British Medicines and Healthcare products 
Regulatory Agency (MHRA) that monitor medical 
devices’ safety and performance.32 Above all, however, 
entities that use medical equipment should implement 
activities related to its safety and those connected with 
improving existing procedures.33

It is worth to note that the certification mechanism 
itself is also not free of defects. The judgment of the 
Court of Justice of the European Union of Feb 16, 2017 
was concerned with the possibility of incurring legal lia-
bility by a notified body towards the end-user of a medical 
device. The case concerned breast implants manufactured 
by the French company Poly Implant Prothès (the com-
pany used industrial implants that did not comply with the 
directive, instead of medical ones).34

The prepared and presented report35 precisely defines 
the number of certificates that suspended or withdrew 
medical devices from use in hospitals. The numbers pre-
sented indicate the variable scale of this phenomenon (eg, 
2017–2020)

Conclusion
In Poland, and as a rule in other European countries, 
proceedings related to medical devices are introduced 
through legal means. Therefore, those proceedings are 
mandatory, and the failure to obey them could be inter-
preted as non-compliance with the law.

Legal provisions specify compliance with strict obliga-
tions to conduct conformity assessments, which are to be 
carried out by notified bodies. The degree of complexity of 
the procedures for assessing the conformity of medical 
devices established in Polish law is determined depending 
on the level of risk associated with the use of medical 
equipment. Therefore, an obligation has been introduced 
to certify each medical device that carries a specific level 
of risk of its use. The assessment is also intended to 
control the medical devices introduced into use.

Notified bodies are responsible for checking and control-
ling whether the medical devices presented for assessment 
meets the specified requirements regarding its safety, design, 
manufacture, packaging, and labelling. Notified bodies also 
have the power to assess products already placed on the 
market, that is, the supervision of products in use.

The new EU law on medical devices was to apply from 
May 2020. However, the European Commission consid-
ered that this timeframe had to be postponed. The powers 

of notified bodies are unified in the EU countries (where 
the same safety standards are to apply). A central database 
of medical devices in the EU territory is also to be estab-
lished. First module on Actor registration operates since 
December 1, 2020. The following two modules ie on 
Unique Device Identification UDI/device registration and 
the module on Certificates and Notified Bodies will 
become available by May 2021.32 Currently, medical 
devices subject to certification may be marketed based 
on the existing documentation until the certificate expires, 
but no later than May 27, 2024.

The study was conducted as a quantitative descriptive 
exploratory study using a government audit agency’s 
report and documents and articles regarding the safety of 
the medical devices in use. The problem seems universal.

The requirement of authorization (in the USA) or cer-
tification (in Europe) for medical devices is a mechanism 
intended to ensure patients’ safety during tests or proce-
dures. However, many medical entities try to save money 
on medical devices inspection and maintenance and 
neglect the use of mandatory protective procedures. As 
a result, certificates are lost or are withdrawn by the 
notifying bodies in Europe. Consequently, patients diag-
nosed with specialized medical devices may not be assured 
of the obtained results’ safety and reliability.

Studies Limitations
Main limitation concerns the impossibility of determining 
how many certificates were issued and this ultimately 
hampered the possibility of determining the scale of the 
withdrawn and suspended certificates.

We contacted notifying bodies in Poland, to ask for the 
overall number of issued certificates; however, we have 
not received an answer and even if such an answer would 
be provided, we are uncertain whether manufacturers from 
different countries would not apply for such certification, 
with medical devices that would not be used in Poland 
later.

What is more, we are not able to state, for how long 
medical devices were on the market prior to their recall.
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